Quantitative discrimination between endogenous SHG sources in mammalian tissue, based on their polarization response by Psilodimitrakopoulos, Sotiris et al.
Quantitative discrimination between endogenous 
SHG sources in mammalian tissue, based on 
their polarization response 
Sotiris Psilodimitrakopoulos1, David Artigas1,2, Guadalupe Soria3, Ivan Amat-Roldan1, 
Anna M. Planas3, and Pablo Loza-Alvarez1,* 
1ICFO-Institut de Ciències Fotòniques, Mediterranean Technology Park, 08860 Castelldefels (Barcelona), Spain 
2
 UPC- Universitat Politècnica de Catalunya, Department of signal theory and communications, 08034, Barcelona, 
Spain 
3
 IIBB-Institut d’Investigacions Biomèdiques de Barcelona, CSIC- Consejo Superior de Investigaciones Científicas, 
IDIBAPS-Institut d'Investigacions Biomèdiques August Pi-Sunyer, Rossello 161, 08036, Barcelona, Spain 
*pablo.loza@icfo.es 
Abstract: In this study, the second harmonic generation (SHG) response to 
polarization and subsequent data analysis is used to discriminate, in the 
same image, different SHG source architectures with pixel resolution. This 
is demonstrated in a mammalian tissue containing both skeletal muscle and 
fibrilar collagen. The SHG intensity variation with the input polarization 
(PSHG) is fitted pixel by pixel in the image using an algorithm based on a 
generalized biophysical model. The analysis provides the effective 
orientation, θe, of the different SHG active structures (harmonophores) at 
every pixel. This results in a new image in which collagen and muscle are 
clearly differentiated. In order to quantify the SHG response, the 
distribution of θe for every harmonophore is obtained. We found that for 
collagen, the distribution was centered at θe = 42.7° with a full width at half 
maximum of ∆θ = 5.9° while for muscle θe = 65.3°, with ∆θ = 7.7°. By 
comparing these distributions, a quantitative measurement of the 
discrimination procedure is provided. 
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1. Introduction 
High resolution microscopy for biological applications has evolved over the past years driven 
by the desire to improve 3D image contrast and to distinguish different structural components 
in a biological sample. Numerous microscopy techniques such as confocal [1], two-photon 
excited fluorescence (TPEF) [2], fluorescence lifetime imaging (FLIM) [3], or frequency 
resonant energy transfer (FRET) [4], can be used for these purposes. All these techniques are, 
however, based on the use of fluorescent markers. For some applications, the incorporation of 
such fluorophores into the sample is not desirable or acceptable. Thus, high resolution, label 
free imaging techniques are often used. These are based on light generation through different 
endogenous mechanisms such as autofluorescence [5], sum frequency generation [6,7], or 
coherent anti-Stokes Raman scattering (CARS) [8]. In this context, second harmonic 
generation (SHG) microscopy has lately started to emerge as a technique capable of retrieving 
in a label free fashion, information on several structural components in tissue [9]. On top of 
this, SHG microscopy is very attractive for biological imaging as it possesses several 
interesting properties. Apart from the fact that can be easily implemented in a typical confocal 
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or two photon laser scanning microscope [10], SHG is a nonlinear scattering phenomenon 
and, hence, in principle there is no deposition of energy to the interacted matters. Its strength 
is fully determined by the second-order susceptibility tensor, χ(2), of the nonlinear medium 
[11]. This tensor is non-vanishing only for non-centrosymmetric media and possesses 
valuable information on the SHG active architecture at the molecular level. In biological 
systems, SHG active molecular arrays (harmonophores) can be found in tissue containing 
muscle [12], collagen [13] and microtubule-based assemblies [9,14,15]. 
Due to the geometrical characteristics of the local organization of the harmonophores, the 
detected SHG intensity signal at every point varies when the incoming linear polarization (or 
the sample) rotates. This technique, referred to as polarization dependent SHG microscopy (or 
PSHG microscopy) provides a characteristic intensity modulation that has been observed in 
starch [16], collagen [17,18], and muscle [19,20]. The PSHG analysis has lead to the 
calculation of the mean effective harmonophore orientation angle for myosin or collagen 
assemblies [12,21,22], and the diagnosis of diseased collagen [23,24]. In addition to this, 
PSHG combined with signal processing algorithms has also been used for quantitative 
identification and analysis of structural disorder [25,26]. More recently, by generalizing a 
biophysical model, we have shown that it is possible to image the orientation of the 
supporting filaments of the harmonophores in muscle and to quantify their “local” effective 
orientation and “degree of organization”. Importantly, we demonstrated that this can be done 
without any predefined sample alignment and without the use of any analyzer, greatly 
simplifying the technique [27]. Finally the problem of discriminating between different SHG 
active tissue components in the same image has also been addressed (by inserting an analyzer 
before detecting any SHG signal) [28]. However, there is still the need for characterization 
and categorization of the different harmonophores as seen in the same image in a quantitative 
way. 
In the present work we provide a methodology, based on PSHG and a generalized 
biophysical model [27] that allows, in the same image and with pixel resolution, a quantitative 
discrimination of the different harmonophores present in a sample. Furthermore we show that 
this is possible without the need of a predefined orientation of the sample and without 
performing any SHG polarization analysis. The method is demonstrated using rat temporalis 
muscle in which both skeletal muscle and fibrilar collagen are present. 
2. Materials and methods 
2.1 Experimental setup 
The experimental setup is based on an adapted inverted microscope (TE2000-U, Nikon, 
Japan) with the y-z line scanning unit composed of a pair of galvanometer mirrors (galvos) 
(Cambridge Technology, UK). A lab-VIEW (National Instruments Corporation) interface 
program was written to control the raster scanning of the galvos and the data acquisition card. 
Typical frame acquisition times for a single 500x500 pixel image were 1-2s. A 60x oil-
immersion objective [numerical aperture, (NA) = 1.4, Plain Apo-Achromatic, Nikon, Japan] 
was used throughout the experiments for excitation, while an additional identical objective 
was used for the collection of the nonlinear signals. For the excitation source, we used a 
typical Kerr lens modelocked Ti:sapphire laser (MIRA 900f, Coherent, France), with pulses of 
160 fs (measured at the sample plane [29]) with a repetition rate of 76 MHz and was operated 
at a central wavelength of 810 nm. 
The average power reaching the sample plane was controlled using a variable neutral 
density filter wheel. The power was maintained in a range where no observable damage 
occurred for long imaging periods of time. We placed a linear polarizer after the galvos to 
reduce any introduced ellipticity. This was followed by a zero order λ/2 wave plate (QWPO-
810-10-2, CVI Melles Griot), that was placed on a motorized rotational stage (AG-PR100, 
Newport Corporation) to rotate the linear polarization at the sample plane. Finally, a short-
wave-pass dichroic beam splitter (FF720-SDi01-25x36, Semrock Inc) was introduced before 
the microscope objective. Any effect on the depolarization of the fundamental beam 
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introduced by the different optical components was assessed, at the sample plane, by 
measuring the extinction coefficient ratio of the fundamental incident light for every 
polarization. The measured extinction coefficient ratio, with and without the 60x (NA) = 1.4 
objective, was 25:1 and 63:1, respectively. 
In the forward direction, a proper mount and detection unit was used. This unit contained 
the collecting objective, a long-wave-pass dichroic beamsplitter (FF665-Di02-25x36, 
Semrock Inc), a BG39 filter, a 15-nm FWHM band-pass filter centered at 406 nm (FF01-
406/15-25, Semrock Inc) and the photomultiplier tube (PMT) (H9305-04, Hamamatsu, 
France). The objective lens was mounted on a micrometric 3D translational stage with tilt 
correction, and the whole unit was enclosed to minimize stray or spurious light into the PMT. 
The backward propagated signals, after filtered by a BG39 filter and a 15-nm FWHM band-
pass filter centered at 406 nm (FF01-406/15-25, Semrock Inc), were collected by a PMT 
(H9305-04, Hamamatsu, France) placed in one of the output ports of the microscope. 
2.2 Sample 
In the present study experiments were performed in an ex-vivo temporalis tissue of adult male 
Wistar rats. Rats weighted 300–350 g. upon their arrival and were housed in cages with 
controlled temperature (21 ± 1 °C) and humidity (55 ± 10%), with a 12-h light/12-h dark 
cycle. Rats were sacrificed under deep isofluorane anesthesia by transcardial perfusion with 
heparinised saline. The left temporalis muscle was dissected and immediately frozen at −80 
°C. Coronal sections (30 µm thick) were cut on a cryostat (HM 500 Microm, Germany). All 
sections were on-air mounted between two cover glasses (Marienfeld 24 x 36 mm No. 1, 
Germany) for subsequent polarization SHG experiments. The temporalis muscle runs along 
the sides of the cranium, starting in the region of the “temples.” The muscle is involved in the 
mastication process and it is inserted on the jaw bone. Contraction of the temporalis allows 
the movement of the jaw while chewing. Collagen is present and serves as the necessary 
medium to transmit the force generated by the muscle. All experiments were performed in 
accordance with the National Institutes of Health animal protection guidelines and were 
approved by the local governmental authorities. 
Mammalian skeletal muscle cells are composed of repeated sarcomeric units mainly 
containing thick and thin filaments of myosin and actin, respectively. The filaments are 
organized in a specific manner that gives the skeletal muscle a cross-striated appearance. The 
elements responsible for the SHG signal in muscle are considered to be the thick filaments. 
These are rigid structures made up of double-helix chiral myosin rods and heads It has been 
reported that the SHG source in muscle is contained in the rod domain of myosin’s double 
helix (two α-helices) [12]. Furthermore, the spatial arrangement of thick filaments in the 
transverse direction of a sarcomere follows a hexagonal architecture. 
Collagen is an extracellular protein that is the main fibrous component in most organisms. 
It qualifies as the most widespread structural protein in higher vertebrates and the main means 
of their structural support. The standard model for the structure of fibrilar collagen is a rising 
hierarchy of bundled triple helices (collagen molecules) into fibrils. Previous studies have 
reported that the SHG source in collagen lies in the triple helix of this molecule [12]. As in the 
thick filaments in muscle, the collagen molecules in the transverse direction have been 
reported to be arranged in a hexagonal fashion. 
2.3 The biophysical model and fitting method 
Several biophysical models for interpreting the PSHG contrast from collagen and muscle have 
been proposed in the past [12,19,21,22,27]. The model we use here assumes that the local 
hexagonal arrangement of SHG source structures in muscle and collagen is traduced in a C6 
crystal class system. Then, the nonlinear polarization response 2P ω

 depends on the incident 
fundamental electric field, resulting in a radiated SHG electric field. With this geometry, the x 
(lab) and the x’ (sample) axis coincides and the relation between the sample and the laboratory 
frames corresponds to a rotation characterized by an angle φ, giving the orientation of the 
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main symmetry axis, z’, of the sample (coincident with the collagen or myosin which are 
modeled as a collection of rods) with respect to the lab frame. In our experiment the input 
polarization is rotated clockwise with an angle α measured with respect to the z-axis (lab 
macroscopic frame). Then, assuming that Kleinman’s symmetry conditions are valid, the 
collected intensity in terms of the nonlinear tensor elements is 
 
(2)
2 2 2 2 233
0 (2)
15
sin [2( )] [sin ( ) cos ( )] ,I Iω χφ α φ α φ α
χ
 
∝ − + − + − 
 
  (1) 
see [27] for a discussion and detailed description in the deduction of Eq. (1). This Eq. (1) 
includes information on both the tensor elements ratio and the myosin or collagen rods’ 
orientation. 
The model is then expanded to the microscopic (molecular) frame assuming a single axis 
molecule with dominant hyperpolarizability along this axis, a random distribution in the 
azimuth angle φ, and a square distribution for the latitude angle θ. Then, the effective 













  (2) 
where θe, is the PSHG experimentally retrieved effective orientation or helical pitch angle of 
the SHG source molecule. 
Equation (2), gives the key parameter θe that is used for harmonophore discrimination. 
Therefore, the objective is to retrieve the ratio (2) (2)33 15b χ χ= . For analysis purpose, Eq. (1) is 
rewritten as: 
 { }2 2 2 2 2sin 2( ) [sin ( ) cos ( )] ,I E bω φ α φ α φ α∝ − + − + − + ∆   (3) 
where, the free parameters E, b, φ and ∆ are retrieved using a fitting algorithm based on a 
nonlinear least-squares fitting routine (The Mathworks, Champaign-Urbana, IL) using over 
two thousand iterations per pixel. It has to be noted that Eq. (3) has the extra term ∆ in 
comparison to Eq. (1). This is a correction factor that has been added to include experimental 
errors, the fact that biological sample is not a perfect crystal or any deviation from the 
theoretical model (mainly, out of plane thick filaments and nonparaxiality of the focused 
beam) [27]. All these factors introduce a constant background signal (approximately 20% of 
the total measured intensity). 
3. Results and discussion 
Initially we obtained nine different images of the sample. In each of these, the linear input 
polarization orientation α was rotated in steps of 20°. Figure 1(a) corresponds to the 
superposition of the SHG images for all the polarizations. Here, due to the high magnification 
used in the experiment, myofibrils can be recognized by the characteristic striation pattern 
present in muscles. These can be distinguished from other regions forming an almost 
continuous horizontal line in the Fig. 1(a). These correspond to collagen filaments (note that 
morphology observation might lead to ambiguities especially when low magnification is used 
or the sample is damaged). The different images obtained for every polarization were then 
introduced in the fitting algorithm. Figure 1(b) shows those pixels which were fitted to Eq. (3) 
with a coefficient of determination r2> 90%. The coefficient r2 determines the degree of 
correlation between the outcome and the values being used for prediction. It varies from 0 to 1 
and it provides a measure of how well the model was fitted to the data. Figure 1(b), apart from 
giving an estimation of the quality of our fitting, is also the result of a filtering mechanism as 
only those pixels with r2> 90% were used for the analysis. This helps to remove pixels which 
are affected by important measurement errors, such as saturation, and those whose 
dependence on the polarization is not significant, such as fluorescence [23]. 
#108893 - $15.00 USD Received 17 Mar 2009; revised 15 May 2009; accepted 20 May 2009; published 2 Jun 2009
(C) 2009 OSA 8 June 2009 / Vol. 17,  No. 12 / OPTICS EXPRESS  10172
The fitting algorithm also retrieved the remaining parameters in Eq. (3): the SHG 
amplitude E, the filament orientation φ the background parameter ∆ and the ratio b. For the 
purposes of this work, the most interesting information can be obtained from b, corresponding 
to the tensor element ratio (2) (2)33 15χ χ . From this parameter and using Eq. (2), the local 
effective harmonophore orientation θe can be deduced. Figures 1(c) and 1(d) show (for every 
 
Fig. 1. PSHG at temporalis muscle and analysis. Discriminating between muscle and collagen. 
(a) Mean SHG intensity of all 9 PSHG images. (b) Image showing the pixels with the 
coefficient of determination, r2, bigger than 90%. (c) Contrast provided by the b parameter of 
Eq. (13). (d) Image showing, for every pixel, the effective orientations of harmonophores in 
degrees. ROI, is shown by the rectangle. Scale bar in panel (a) represents 10µm. 
pixel), the ratio (2) (2)33 15χ χ  and θe, respectively. We note that the information contained in 
those Figs. is similar. In Fig. 1(c) the horizontal line in the upper part of the image results in 
(2) (2)
33 15χ χ  ≈1.5 while the central part of the image (composed of vertical lines) corresponds to 
a (2) (2)33 15χ χ  ≈0.5. This shows that it is possible to distinguish both regions and therefore to 
differentiate between the two SHG sources. A similar image can be obtained when plotting 
the amplitude E (results not shown here). However, the (2) (2)33 15χ χ ratio (or the amplitude E) 
does not identify the SHG source. For that, the local harmonophore orientation, θe, must be 
examined. Fig, 1(d) shows that the harmonophore orientation is centred at θe ≈43° for the 
horizontal line and θe ≈65° for the vertical lines region. The found harmonophore orientation 
angles are in agreement to those reported in the literature [12,21,22]. These have been 
identified to correspond to the helical pitch angle of one collagen’s polypeptide chain (~45°) 
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and the myosin’s α-helix (~68°) [30,31]. Therefore, the angle θe is the signature identifying 
and discriminating collagen from muscular tissue in the same image with pixel resolution. 
To check this result, we mapped the collagen distribution in our sample by performing a 
SHG image in the backward direction (as collagen has a larger SHG emission in the backward 
direction to that compared to muscle [32]). The results are shown in Fig. 2. We can see that 
the bright horizontal lines appear while those pixels corresponding to muscular tissue show 
almost no signal. In this way we can qualitatively corroborate that our method has correctly 
discriminated both tissues. 
More information can be extracted from Fig. 1(d) by analyzing the harmonophore 
distribution in a region of interest (ROI). This is shown in Fig. 3. The effective angular 
orientation of the harmonophores shows a distribution with two clear, well separated peaks. 
One is centered at θe = 65.3° and has a FWHM of ∆θ = 7.7° (muscle) and the second one in 
which θe = 42.7° with ∆θ = 5.9° (collagen). In this case, there is no overlap between the two 
harmonophore angular distributions and therefore, discrimination can be unambiguously 
performed for every pixel. This methodology allows for a quantification of the discrimination 
capability between different SHG active sources. In addition, since the measured θe and ∆θ 
values are associated to the molecular arrangement (see Eq. (2)), then ∆θ can be associated to 
the “degree of organization” for the different harmonophores; the smaller the ∆θ is, the more 
organized the harmonophores structural assemblies are. 
 
Fig. 2. Backward detected mean SHG intensity of all 9 PSHG images. Scale bar shows 10µm 
To further explore the capabilities of our method, we proceed to analyze the same sample 
by changing the number of required images (taken with different input polarizations). As 
expected when increasing the number of images (more information), then the accuracy of the 
technique becomes better until reaching a plateau (in our case this was reached with 9 images, 
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 Fig. 3. Histograms and Gaussian fittings calculated for the ROI in Fig. 1(d). For muscle the 
distribution of the effective orientations of the harmonophores is centered at θe = 65.3° with a 
∆θe = 7.7°, while for collagen θe = 42.7°.with a ∆θe = 5.9°. 
data not shown). Accordingly, it was found that the fewer images used (for the same r2), the 
broader the distributions are and the less accurate the retrieved means of the distributions are. 
To demonstrate that here, we run the algorithm with the minimum number of required images 
(4 images provide the minimum number of equations to fit the 4 parameters of the model). 
Figure 4 shows the result obtained when polarizations steps of α = 0°, 40°, 80° and 120° were 
used. With such small number of images, a fitting with a r2 >99% (for 5 or more polarizations 
 
Fig. 4. Fitting using 4 polarization steps: α = 0°, 40°, 80° and 120° degrees. a) Image showing, 
for every pixel, the effective orientations of harmonophores (in degrees), after filtering with 
r2>99%. b) Histograms and Gaussian fitting calculated for the ROI in Fig. 4(a). The ROI is 
placed in the same coordinates as in Fig. 1d). For muscle the peak of the distribution of the 
effective orientation of harmonophores is centered at θe = 59.9° with a ∆θe = 4.1°, while for 
collagen θe = 49.2° ∆θe = 5.7°. 
the r2 needs to drop in order to retain sufficiently enough pixels inside the ROI) could be 
found for most of the pixels. Therefore, the r2 parameter cannot be used to filter the image 
from those pixels that do not contain the actual information. A direct consequence of this can 
be seen in Fig. 4(a), where a clear reduction in the contrast (in comparison to Fig. 1(d)) is 
observed. However, even under this extreme situation it is still possible to visually distinguish 
in the image among muscle and collagen. This is made more evident in Fig. 4(b) where, as 
before (see Fig. 3), the harmonophore distribution is calculated (for the same ROI as in Fig. 
1(d)). This resulted in a harmonophore orientation angle distribution with peaks at θe = 59.9° 
with ∆θe = 4.1° (muscle) and θe = 49.2° with ∆θe = 5.7° (collagen). When compared to Fig. 3, 
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it is found that the distribution shows a shift of the peaks that result in an overlapping region 
in which the contained pixels cannot be associated to any of the SHG sources. These pixels 
contain erroneous information that was not filtered using the r2 parameter. This limits the 
discrimination capability of the technique. In addition, any other information that can be 
associated to the measured distribution, such as the “degree of organization”, could also be 
compromised. 
4. Conclusion 
We show that the PSHG imaging technique can be used to discriminate, in a quantitative way, 
the different SHG active structures present in tissue without any exogenous labelling, any 
sample alignment or any analysis of the SHG polarization. In particular, this was 
demonstrated using a mammalian tissue (temporalis muscle) in which two different 
endogenous SHG active components, myosin and collagen, were present in the same image. 
This was achieved by measuring the SHG intensity variation on the incoming polarization. 
The obtained data was fitted into a generalised biophysical model that allowed us to retrieve 
pixel by pixel, the effective orientation that characterizes the different SHG active structures. 
This resulted in an image in which the different angular harmonophore orientations, θe, are 
mapped. Furthermore, by measuring the frequency distribution of θe, a pixel-resolution 
methodology for a quantitative discrimination between harmonophores is presented. In order 
to explore the limits of the method, we have reduced the required number of polarization 
images to the theoretical minimum (four). We found that in this case the accuracy of the 
method was compromised but discrimination was still possible. 
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